An approach to stereotaxic radiography.
A simple approach to stereotaxic radiography, including a new method for determination of target coordinates, is described. The proposed technique may be used in combination with conventional equipment for roentgen examinations available in X-ray departments and operating rooms; the only additional outfit needed is a coordinate frame that can be attached to the patient's head. Determination of the coordinates is easily made graphically, or from a simple equation using a pocket calculator or a mini-computer.